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abstract 

' Several  years  ago.  in  an  effort  to  increase  the  reliability  of  detection  ol  randomly  oriented  ciacks,  a 
rotating  transducer  head  was  designed  to  be  mounted  on  the  carriage  of  an  automatic  ullrasonic  plate 
inspection  system.  The  weight  of  the  rather  sturdy  motor  needed  to  rotate  this  device  made  it  impiactical. 
hut  the  principle  was  sound.  Recent  developments  in  the  miniaturi/alion  of  electronic  circuitry  have  madi 
possible  a substitute  for  rotation,  namely,  sequential  operation  of  a ring  ot  iiansducers.  An  e\petimcnial 
model  has  been  built.  This  report  describes  its  performance.  It  was  not  intended  that  it  give  complete 
coverage,  that  is,  detect  flaws  of  all  orientations.  The  basis  for  choice  of  design  parameters  lot  complete 
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cover;ii;e  is  disaissoil.  Since  the  liansLluceis  aiul  ifieir  aiiendani  cifcuils  aie  disciete.  various  modes  ot  opetaiion 
are  possd'le,  such  as  one  (lansrtnitm^  and  all  receiving,  all  (ransmimng  and  receiving,  and  one  ir..  ,s/nimng 
and  receiving  alone.  With  ilie  assistance  ol  compii’ei  coniiol.  coinpuiei  evaluation,  and  ctimputer  grajdiics 
the  circular  transducer  arrav  could  become  a powerlul  tool  for  cfiaracten/mg  and  evaluating  flaws. 
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A CIRCULAR  TRANSDUCER  ARRAY  FOR 
ULTRASONIC  INSPECTION  OF  PLATES  AND  SHEETS 


INTRODl  CTION 

Plaie  and  sheei  products  are  usually  inspected  only  tor  laminar  flaws  using  normal- 
incidence  ultrasonics.  This  procedure  is  totally  inadequate  for  welds,  which  often  contain  seri- 
ous flaws  of  other  orientation,  such  as  inclusions,  cracks,  lack  of  lusion,  and  incomplete  pene- 
tration .Although  such  flaws  lend  to  be  oriented  either  normal  to  or  parallel  to  the  weld  axis, 
intermediate  orientations  also  occur.  Randomly  oriented  flaws  are  even  occasionally  found  in 
plate  products. 

The  detection  of  randomly  oriented,  planar  flaws  by  either  ultrasonics  or  radiography  is 
limited  by  the  availability  of  angular  aspects  for  impinging  radiation  relative  to  the  plane  of  the 
flaw  f'or  a high  level  of  confidence,  an  object  must  be  inspected  using  many  different  angles, 
a tedious,  time-consuming,  and  hence  costly  process,  "^o  avoid  this,  it  was  proposed  several 
years  ago'  that  a rolating-iransducer  shear-wave  array  attached  to  standard  automatic  scanning 
equipment  be  used  Fxperimenis  with  this  arrangement  showed  that  the  principle  was  sound 
but  mechanically  impractical  The  progress  in  electronics  in  recent  years  led  to  consideration 
of  the  possibility  of  accomplishing  the  efleci  of  rttiaiion  by  sequentially  operating  a ring  of  indi- 
vidual stationary  iransducers  This  reptiri  presents  results  of  this  development 

TRANSDK  F.R  ARRAY 

.An  ideal  array  would  consist  of  a large  number  of  transducers  in  a circle,  all  angled  to 
produce  shear  waves  at  the  desired  angle  m the  plate.  HifTiculties  in  accomplishing  the  ideal 
are  both  economic  and  physical.  .A  large  number  of  elements  would  be  costly  to  buv  as  well  as 
to  mount,  and  great  care  would  be  required  to  prevent  coupling  between  transducers  f rom 
the  point  of  view  of  detection  only,  the  intercoupling  might  not  be  serious,  ffowever  it  would 
interfere  with  other  applications,  such  as  flaw  analysis,  in  which  it  would  be  desirable  to 
operate  the  individual  elements  independently. 

The  present  compromise  shown  in  Fig  1 employs  seven  transducers  in  a circle,  angled  to 
produce  approximately  45°  shear  waves  in  steel  in  an  immersion  system  In  addition,  a trans- 
ducer at  the  center  of  the  ring,  oriented  at  normal  incidence,  produces  compressional  waves  to 
provide  a top-surface  echo  which  serves  as  a trigger  for  the  gating  circuits  m thj  flaw  alarm 
system  and  as  a detector  of  laminar  flaws.  All  transducers  were  .V4-inch-diameier  (2-cm- 
diameter)  5-Mlf/  lithium  sulfate  discs  mounted  in  special  housings  Transducer  capacitance 
was  electrically  tuned  to  5 MM/  Work  with  this  system  showed  that  a center  transducer  with 
a smaller  diameter  would  be  preferable,  since  a lower  signal  strength  would  minimi/e  both  the 
number  of  multiple-thickness  echoes  and  the  effect  of  slight  surface  irregularities  in  the  plate 
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Fig  I— Transducer  array  and  iis  ass(K*iaied  control  panel.  >Ahich  coniains  ihe 
elecironics  tor  scqueniial  operation 


The  transducers  are  mounted  in  a Lucite  housing  along  with  a pulser  and  receiver  ftir 
each  transducer.  The  diameter  of  the  transducer  ring  (locus  of  centers)  is  5 inches  (13  cm) 
The  ultrasonic  beams  from  all  transducers  converge  at  a point  7.5  inches  (19  cm)  below  the 
center  of  the  ring.  In  the  presence  of  a plate  the  ray  paths  would  be  as  sketched  in  Kig  2 lor 
one  transducer.  By  raising  or  lowering  the  array  the  point  of  con  vergence  could  be  placed  an>  - 
where  in  the  thickness  of  the  plate.  From  Fig.  2 a simple  relationship  can  be  derived  between 
the  height  of  the  array  //,  the  radius  of  the  transducer  circle  R.  the  thickness  ol  the  plate  7, 
the  incidence  angle  the  refraction  angle  Wy  in  the  plate,  and  the  number  of  hall  bounces 

in  the  plate  ir. 

R — /;7'tan 

7/  = (11 

tan  (->/ 

where  = sin~'  > sin  <-)/  1,  in  which  and  ()  are  the  sheer  velocity  in  the  plate 

and  longitudinal  velocity  in  the  water.  Use  of  Eq.  (1)  is  illustrated  in  Fig  3.  which  gives  the 
height  of  the  array  above  the  surface  of  the  plate  for  beam  convergence  at  the  bottom 
(n  = 1),  midthickne,ss  (n  =1.5),  and  the  top  (fi  =2).  .Actually  beam  spread  provides  more 
coverage  m depth  than  is  indicated  by  the  ray  diagrams. 
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Fig  2 — Ray  paihs  of  ulirasound  with  ihc  array  at  sarious 
distances  above  a plate  The  paths  labeled  77  - 1.  7?  = 1 5. 
and  7;  “ 2 respectively  represent  1/2  bounce  (point  of  con- 
vergence of  the  beams  is  at  the  bottom  of  the  plate  1.  3/4 
bounce  (point  of  convergence  is  at  the  center)  and  1 
bounce  (point  of  convergence  is  at  the  top) 
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PLATE  THICKNESS  IN  MILLIMETERS 
10  20  30  40  50  60  70  BO 


PLATE  THICKNESS  IN  INCHES 


I ig  .1  — Pljic  ihicknc-is  m cetatmn  io  (he  disijfue  <»)  the  jrra>  ,ibmc  ihc  I'laic 
its  it  t’uncMon  ol  hounse  number  n tvshieh  ItK'ales  the  point  nt  ennsctjrcnec  in 
the  plate,  as  shown  in  big  2) 


ELEC  TRONIC  ClRC  l ITS 

The  electronic  circuitry  is  designed  to  be  used  with  a standard  ultrasonic  test  instrument 
which  provides  timing  signals  and  displays  information  in  the  form  of  the  usual  .A-scan.  A 
clock  signal  is  obtained  from  the  early  sync  of  the  ultrasonic  test  instrument,  as  shown  in  Kig 
4.  This  signal  passes  through  a pulse-shaping  circuit  which  converts  the  sync  pulses  to  5-volt 
logic  pulses,  by  circuitry  shown  in  Fig.  5.  The  clock  signal  controls  the  rate  at  which  the  trans- 
ducers are  pulsed  and  sequenced.  Before  the  clock  signal  reaches  the  pulsers,  the  frequency  is 
divided  down  by  the  combination  of  an  up-down  counter  and  a BCD  decoder  as  shown  in  Fig. 
6.  These,  in  combination  with  logic  gates  and  a BCD  switch,  permit  control  of  the  sequence  ol 
pulsing  and  receiving.  By  means  of  this  logic  circuitry,  the  following  modes  ol  operation  are 
possible;  sequentially  pulsing  the  transducers  with  all  preamplifiers  continuously  receiving, 
sequentially  pulsing  each  transducer  in  turn  with  only  its  associated  preamplifier  active,  and 
pulsing  the  center  transducer  on  every  clock  cycle,  in  sequence  with  the  others,  inactive,  or  in 
receiving  mode  only. 

Each  transducer  is  shock  excited  by  the  sharp  voltage  transition  of  a condenser  discharge 
by  a pulser,  diagrammed  in  Fig.  7.  (Pulsers  were  small,  encapsulated  units  supplied  by  Sonic 
Instruments,  Trenton,  New  Jersey.)  The  pulser  units,  one  for  each  transducer,  are  mounted 
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Fig  4 — System  block  diagram  The  numbered  rings  indicate  the  number  of 
control  lines  and  return  signal  paths 


on  a copper-backed  circuit  board  as  close  as  possible  to  the  transducers.  Also  mounted  on  the 
circuit  board  are  an  analog  gate,  a preamplifier  for  each  transducer,  and  a postamplifier,  which 
feeds  the  combined  outputs  of  the  preamplifiers  to  the  receiver  input  of  the  commercial  ultra- 
sonic instrument  (Fig.  8).  The  gate  circuit  is  detailed  in  Fig.  9. 

In  most  commercial  instruments  a flaw  alarm  circuit  is  provided.  This  circuit  is  armed 
either  by  a signal  from  the  internal  clock  or  by  the  first  echo  after  some  fixed  delay.  In  an 
immersion  system  this  would  normally  be  an  echo  from  the  top  or  front  of  a piece  being  in- 
spected (front  surface,  or  interface  gating).  In  the  array  the  primary  purpose  of  the  center 
transducer  is  to  provide  a top-surface  echo  as  a trigger  to  arm  the  flaw  alarm  circuit. 
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f S— I’rcampliticrs  and  poNlanipliticr  I he  galn^  ot  ihc  prcampliticrs  arc  ad- 
justed 10  equalize  iratisdueer  responses  of  all  iransdueers  wuh  respect  to  a stan- 
dard target  Ihe  postamplifier  ..ollecls  and  amplihos  all  signals  trom  the 
preamplifiers  and  sends  them  to  the  ultrasonii.  test  instrumeni 
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f ig  9—  \na)og  gates  used  for  gating  signals  from  the  preampliliers 


ARRAY  PERFORMANCE 

Optimally,  beams  from  all  the  transducers  should  conxerge  at  a point  on  the  axis  of  the 
array.  The  actual  degree  of  convergence  was  checked  b\  mounting  the  array  on  the  scanning 
head  of  an  ultrasonic  test  tank  and  placing  a 1-inch  (2.5-cm)  ball  below  it  as  a target.  The  ar- 
ray was  scanned  back  and  forth  at  difTereni  heights  aho\e  the  ball.  .M  each  height,  the 
recorder  plotted  the  position  of  the  center  of  the  array  as  the  target  was  detected  b\  each  trans- 
ducer. In  other  words  the  recording  shows  the  point  at  which  the  ball  intercepts  each  trans- 
ducer beam.  When  the  ball  was  close  to  the  array,  each  transducer  appeared  to  indicate  the 
position  of  the  ball  differently,  as  shown  at  top  of  Fug.  10.  .\s  the  height  above  the  ball  was  in- 
creased. the  indicated  position  moved  toward  the  center  of  the  arrav  until  a height  was  reached 
at  which  all  transducers  indicated  the  position  to  be  at  the  same  point  (F'lg.  10.  bottom).  This 
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was  the  point  at  which  the  center  lines  of  the  beams  from  all  transducers  appear  to  converge 
However,  when  these  indications  are  all  projected  onto  the  scan  plane  using  a linear  least- 
squares  fit.  some  errors  in  the  convergence  are  indicated  (Fig  11).  A similar  projection  on  a 
vertical  plane  (Fig  12)  also  shows  this  However,  since  there  is  beamwidth,  the  offsets  shown 
in  Figs.  11  and  12  are  not  evident  in  Fig  10,  because  the  zone  ol  convergence  is  broader  than 
the  positioning  error  Hence  the  directional  imnerfections  are  not  significant 


Fig  10—  A series  of  mappings  from  Ihe  arra.v  al  various 
heights  above  a steel  ball 
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f-tg  1 2— Ultrasound  rays  as  projected  jn  the 
vertical  plane,  showing  the  degree  of  alignment 
of  the  transducer  beams 
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The  oll'sets  may  become  signiticani  \\hen  a ditlerent  type  ol  largel  is  encountered  -\  slot 
0.5  inch  long  by  0 1 inch  deep  (1  3 cm  long  by  0 3 cm  deep)  was  milled  in  a steel  plate  to 
simulate  a crack  Ihe  plate  was  mounted  on  a turntable  and  scanned  with  the  array  several 
times,  with  the  plate  being  rotated  several  degrees  between  scans  F igure  13  shows  set  ol 
scans  at  ditlerent  angles.  The  multiple  indications  in  three  of  the  scans  result  because  the 
transducer-beam  centerlines  are  not  all  aimed  at  the  same  point  For  flaw  detection  this  multi- 
ciplicity  is  not  serious,  but  if  the  array  is  to  be  used  in  Haw  evaluation,  it  becomes  important 
In  retrospect  it  would  have  been  desirable  to  provide  means  lor  adiusting  the  beam  directions 
to  insure  focus  of  the  dev  ice. 


272.0° 


346  5° 
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299,0® 

hig  1 3— Recordings  ol  a vcriical  slot  in  a V4-mch-ihick  M plale 
oncnied  ui  various  angles  The  angular  relercnce  is  arhiirarv  The  mulliple 
images  are  due  l<>  the  inexact  alignment  ot  the  transducers 

In  the  experimental  model,  coverage  for  all  possible  angles  of  a Hat  flaw  is  not  complete 
This  is  illustrated  in  F'ig  14,  which  shows  the  echo  strength  observed  as  the  Haw  is  rotated 
about  an  axis  through  the  center  of  Ihe  array  liven  when  one  considers  the  possibility  that 
echoes  of  pulses  sent  out  from  one  transducer  may  he  received  by  another,  there  are  gaps  m 
detection,  because  the  beam  spread  is  narrow.  W idening  the  beam  would  improve  matters,  but 
this  must  be  dtme  carefully  to  avoid  direct  transmission  from  one  transducer  to  one  approxi- 
mately opposite 

1 1 


I ||!  14  — DoU'Ctiim  scnMinH>  ol  ihc  jrra>  « hen  .1  Hal 

rclleelor  tar^rcl  is  rolaled  rclalive  10  the  axis  ut  the  arrav 


1)1S(  I SSION  OK  \N(.l  l.AR  mSTRIBl  HON  OK  SKNSITIX  ITN 

. ' The  gaps  in  response  (shoxxn  in  1 ig  14)  are  xiue  lo  the  high  xlireeiix  ities  ot  ihe  target  and 

of  the  fransdueers  used  J igure  15  illustrates  the  rapid  decrease  in  sensiuxitc  as  the  target  is 
moved  avvas  Ironi  the  transducer  axis  for  the  transducers  actuallv  used  t/)A  = hO  ) and  lor  a 
transducer  with  I /.I  the  diameter  I/)a  = 20)'  Both  are  normali/ed  to  the  response  trom  a 
target  directiv  on  the  axis  of  the  transducer  The  plots  indicate  that  the  smaller  transducer 
could  detect  the  same  target  over  a wider  angular  range  than  the  larger  one  However,  targets 
also  have  directivitv.  and  the  same  rules  apply.  Thus  we  have  the  interesting  result  that  a small 
target  dess  than  4 wavelengths),  although  rellecting  lower  amplitude  signals  than  would  a large 
target  (greater  than  4 wavelengths),  reflects  the  signals  over  a wider  angle  and  hence  mav  be 

1 _ more  reliably  detected  than  a large  target.  Thus  the  result  is  that  the  amplitude  ol  the  signal 

from  a small  target  will  vary  less  rapidly  with  angle  than  will  that  from  the  large  target,  so  that 
if  the  signal  is  strong  enough  to  be  detected  at  all.  it  may  remain  strong  enough  over  a wider 
angle  This  result  could  be  used  to  aid  in  flaw  evaluation. 

Two  factors  then  are  involved  for  the  gaps  in  response  shown  in  f ig  14  The  gaps  in  sen- 
sitivity could  be  closed  by  using  transducers  with  wider  beam  spread,  by  using  more  transduc- 
ers. or  by  using  both.  In  ship  construction  relatively  large  flaws  are  sometimes  permissible 
(N.WSIIIPS  0900-006-3010  allows  up  to  1.5  inches  (3  S cm)  in  length  in  one  class)  Such 
flaws  would  be  highly  directional  in  comparison  with  a small  flaw  .\  widely  diverging  beam 
could  be  used  in  order  that  portions  of  the  beam  might  return  to  the  sending  transducer.  This 
IS  illustrated  schematically  in  Fig.  16  for  a .simple  case.  The  actual  ray  diagram  lor  the  array  and 

•II  M C h.iskehx  and  SI)  llarl.  "The  Significance  nl  Target  (ieomeiry  on  Tar-I  ield  Beam  Paliernx."  Proceedings  of  lOlh 
Symposium  on  NDI-..  .Apr  1975 
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Kig  15  — Sensiliviiy  vs  jnglc  Irom  ihc 
ii.\is  of  ihc  iransduier  I'lir  a Hal  oaular 
retlecior 
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transmitting 


narrow-beam 

transducer 

DIVERGENT-BEAM 

transducer 


RECEIVING 

' transducer 


LARGE 

reflector 


small 

reflector 

ITg  Ih— Projection  of  ultrasound  rays  from  large  and  small  transduv 
ers  being  reflected  from  small  and  large  flat  reflectors  (Large 
rellectors  are  considered  to  he  larger  than  4 wavelengths,  and  small 
reflectors  less  than  4 wavelengths  I Solid  lines  correspond  to  the 
narrow -heam  transducer,  and  the  doited  lines  correspond  to  the 
divergent-heam  transducer,  with  the  centerline  being  common  to 
both 
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.1  lar^cl  m >i  I'l.ilc  is  imii.h  mote  i-umplcv  Ihc  wu1l-I>  di\crs;i.'nl  bc.im  woukf  be  we.iker.  be- 
cause the  r.KlMlecl  ener^v  is  Jislnbulei.1  mei  .1  wuler  .inple  I’i.kIk.iI  lr.insJui.ers  .ire  iiol  likelv 
10  h.ive  .ingles  ul  Ji\eigence,  .it  (>  JH  Jown.  ol  inuie  ih.in  I bus  ibe  lerin  lui/c/i  i/.uiecw  is 
rel.itice  It  truU  iile  Jiceigence  cuukl  be  .icconiplisbeJ  in  .1  pr.ielu.il  tr.iiisJucei.  there  cuiulJ 
.ilsii  be  .1  pen.iltN  in  th.it  the  be.nn  «nulj  he  relr.ictevl  n\ei  .1  «iJer  .ingle  in  the  plate  m the 
I cuncersmn  to  shear  moJe  Ihis  coukl  c.iuse  uni.erl.iinl>  in  ll.nc  luc.itum  as  well  as  result  in 

direct  traiisniissuin  to  opposite  transducers  on  the  ru  g I igure  lb  also  shows  a second  trans- 
ducer in  place  to  receice  the  echo  Ironi  the  large  llaw  An>  two  transducers  m the  arra>  could 
operate  in  this  w.i\  tnot  lust  adjacent  pairsl 

In  conclusion,  the  distinction  between  detection  .ind  ev.iluaiion  shouki  be  eniphasi/ed 
I he  preceiling  discussion  h.is  been  in  terms  ol  detection  ()nce  a ll.o'  has  been  delected,  its 
I signilicance  to  the  lite  .md  strength  ol  the  siruciure  has  to  he  evaluated  Ihis  involves  having 

inlorniation  as  to  shape  and  orient.ition  as  well  as  si/e  \n  arrav  ol  the  sort  descriheil  here 
may  be  connecteil  to  more  sophisticated  circuiirv  lor  the  analysis  ol  signals  received  by  the 
various  transducers.  Irom  which  si/e.  shape,  and  orientation  c.m  be  deduced,  and  an  evaluation 
can  be  made 

(OMJ’l  IKK-\II)K1)  H \\\  KNAI  I MION 

With  the  assist.ince  of  a computer  the  circular  transducer  array  could  become  .1  powerlul 
tool  lor  ch.iracteri/ation  and  evaluation  ol  Haws  With  appropri.ite  computer  soltw.ire.  the 
sc.inning  anvl  sequencing  modes  ol  the  arr.iy  could  be  controlled,  and  miorm.ilion  as  to  si/e. 
sh.ipe.  orient.ition.  .md  position  ol  a llaw  obtained  and  stored  in  memory  as  ll.iw  characteri/a- 
turn.  A nevt  step  in  the  computer-.issistcd  operation  would  be  the  evaluation  or  comparison  ol 
the  llaw  ch.ir.icteri/ation  d.it.i  with  lltiw  data  p.ir.imeters  which  are  known  to  he  detrimental  to 
the  strength  aiul  life  ol  the  structure  being  inspected  I m.illv . using  computer  graphics,  a visual 
ch.ir.icteri/.ition  ol  the  llaw  coukl  be  projected,  rotated,  and  viewed  at  all  possible  aspect  angles, 
till  human  interaction 

( ()N(  I I MONS  AM)  RK OMMKNDM  IONS 

1 Ihe  use  ol  a circular  array  of  sequentially  operated  transducers  lor  detection  ol  randomly 

; orientc'il  Haws  appears  a viable  concept,  which  coukl  result  in  improved  reliability  and  reduce 

the  cost  of  nondestructive  evaluation  of  weldments  ObservevI  variations  in  detection  sensi- 
tivity can  be  explainerl  in  terms  ol  transducer  and  target  beam-pattern  characteristics,  which 
^ • coukl  be  easily  correctevl  m production  units 

j 

I lo  obtain  the  full  benetits  of  a device  of  this  sort,  it  should  be  mounted  on  a mechanical 

I scanner  with  automatic  control  .A  further  step  in  sophistication  would  he  the  incorporation  ol 

overall  computer  control  of  both  the  mechanical  and  electronic  lunctions  The  device  wcutld 
he  use’ll  for  both  search  and  evaluation.  Detection  of  a defect  would  initiate  an  interrogation  ac- 
tion in  which  the  scanner  would  be  stopped  and  automatically  positioned  over  the  delect;  the 
transducers  would  be  actuated  in  turn,  and  echoes  from  the  flaw  would  he  compared  in  the 
computer  for  information  as  to  its  nature  and  si/e  By  use  of  computer  graphics,  it  would  he 
j possible  to  project  .1  visual  characteri/ation  of  the  llaw  which  coukl  be  rotated  and  viewed  Irom 

1 several  angles  to  aid  computer-human  interaction 
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